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Alternate Protocol

Either General Extract Buffer (GEB) or General Extract Buffer 3 (GEB3) can used in the “Positive and Negative Control Preparation” and 
“Sample Preparation and Plate Loading” steps of the AnFBV Reagent Set (user guide). The change from GEB3 to GEB was to facilitate fewer 
sample extractions when running multiple Agdia ELISAs. While GEB3 will no longer be provided with the reagent set listed above, it remains 
available for purchase as an optional accessory and GEB3 use is fully supported by Agdia. Below is a chart of data you would expect to see 
when testing samples in either GEB or GEB3.

Sample GEB GEB3

Positive Control 3.000 3.000

Petunia 0.084 0.083

Hosta 0.090 0.084

Dahlia 0.087 0.085

Coreopsis 0.086 0.087

Angelonia 0.095 0.089

Begonia 0.083 0.084

Salvia 0.087 0.085

Daylily 0.087 0.085

Coleus 0.088 0.086

Dianthus 0.089 0.086

Portulaca 0.086 0.089

Geranium 0.086 0.086

Impatiens 0.090 0.084

Calibrachoa 0.084 0.083

Scaevola 0.085 0.083

Gaillardia 0.093 0.085

Phlox 0.087 0.084

Buffer 0.084 0.084

For answers to your technical questions, please contact us at techsupport@agdia.com.

Alternate Protocol: Alternate Extraction Buffer
SRA 36600  •  Angelonia flower break virus (AnFBV)
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